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THINKY CORPORATION
 

 

Planetary Centrifugal Mixer 

ARV-5000  

In order to operate the mixer safely, do not operate or perform maintenance on it until you read 
this manual carefully and understand its contents. 
Store this manual in a designated location where it can be easily retrieved when needed. 
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